Fast Spin-Echo and Fast Fluid-Attenuated Inversion-Recovery versus Conventional Spin-Echo Sequences for MR Quantification of Multiple Sclerosis Lesions


PURPOSE: To compare fast spin-echo (FSE) and fast fluid-attenuated inversion recovery (FLAIR) sequences with conventional spin-echo (CSE) MR imaging in the quantification of the number and volume of multiple sclerosis lesions. METHODS: In 30 patients with relapsing-remitting multiple sclerosis, we calculated the total number and volume of lesions detected with each of the three sequences using a semiautomated program. RESULTS: On CSE sequences, we calculated a total of 2583 lesions with a global volume of 836.3 cm³. With FSE sequences, we observed a 16% relative reduction in the number of lesions detected and a 25% relative reduction in global volume as compared with CSE. With fast FLAIR sequences, we detected a significantly lower number and volume of infratentorial lesions, whereas at the cortical/subcortical level the lesions were both more numerous and bulkier than on CSE sequences. Finally, we observed a higher lesion/white matter contrast, a significant reduction in time required for the quantification of lesion load, and a very low interobserver variability in favor of fast FLAIR sequences. CONCLUSION: Despite its limitations in the detection of infratentorial lesions, the fast FLAIR sequence in conjunction with a semiautomated quantification program provides a reliable means to evaluate the total lesion burden in patients with MS.

Index terms: Magnetic resonance, technique; Sclerosis, multiple


Multiple sclerosis (MS) plaques are easily detected with the use of magnetic resonance (MR) imaging. Conventional spin-echo (CSE) techniques are widely accepted as being sensitive for the evaluation and quantification of MS lesions in the brain (1). Fast spin-echo (FSE) sequences are now in widespread use as an alternative to CSE, as they have the advantage of a considerable reduction in imaging time (2).

However, the shorter acquisition time leads to some subtle differences in image contrast as compared with CSE images (3, 4).

Recently, the fluid-attenuated inversion recovery (FLAIR) technique was introduced, which combines a long inversion time and a long echo time to provide heavily T2-weighted images in which the signal from the cerebrospinal fluid (CSF) is suppressed (5, 6). The main limitation of this technique is a long acquisition time. However, by combining this sequence with fast imaging techniques, the long acquisition time is reduced and images may be obtained in less than half the time (7)(J. A. den Boer, P. Salverda, T. R. Peters, et al, “Multislice Turbo-FLAIR in Brain Studies of Multiple Sclerosis,” In: Book of Abstracts: Society of Magnetic Resonance in Medicine 1993, Berkeley, Calif: Society of Magnetic Resonance in Medicine; 1993:328). Assuming CSE to be the standard of reference for the evaluation of MS lesions, we used a semiautomated intensity thresholding...
technique to calculate and compare the number and volume of multiple sclerosis lesions detected with FSE and fast FLAIR sequences against those seen with the CSE sequence.

Materials and Methods

Our study cohort consisted of 30 patients with definite relapsing-remitting MS: 19 patients were women and 11 were men, with a mean age of 32.5 ± 8.2 years, mean disease duration of 5.4 ± 2.7 years, and mean Extended Disability Status Scale (EDSS) (8) score of 2.7 ± 1.2.

For each patient, all MR examinations were performed sequentially on the same day within a period of approximately a half hour; patients were not removed from the scanner between studies. All studies were done with a 1.5-T superconductive unit. On a sagittal localizer, 28 interleaved transverse 5-mm-thick sections were positioned with the most central section parallel to a line that joined the most inferoanterior and inferoposterior parts of the corpus callosum. The same section locations were used for all sequences.

The following sequences were performed in each patient: 1) CSE: proton density– and T2-weighted (2000/30,90/1) images with a field of view (FOV) of 250 × 200, a matrix of 256 × 205, and an acquisition time of 11 minutes; 2) FSE: proton density– and T2-weighted (2500/23,120/2) images with an FOV of 250 × 200, a matrix of 256 × 205, an echo train length of 10, and an acquisition time of 4 minutes; and 3) fast FLAIR: T2-weighted (6559/150/4) images with an inversion time of 2000, an FOV of 250 × 200, a matrix of 256 × 205, an echo train length of 19, and an acquisition time of 10 minutes.

The number and volume of MS lesions were calculated on CSE, FSE, and fast FLAIR sequences using a semiautomated lesion-detection program (Dispimage, provided by D. Plummer, London, United Kingdom) running on a free-standing computer workstation (Sun Sparc 10, Sun Microsystems, Mountain View, Calif).

Measurements were obtained by using a mouse-controlled cursor to click on the perimeter of the lesions on the computer display. The program first examines the image in a region close to where the mouse was clicked to find the strongest local intensity gradient, which it considers to be the edge of the lesion. Then, the program outlines the lesion by following a contour of isointensity from this initial edge point, thus defining the lesion as a region in which the signal intensity is locally above the signal intensity at the initial edge position. This sometimes gives poor results because other structures, such as abutting gray matter, adjacent to the lesion may be equally bright, leading to a contour that moves away from the lesion’s perimeter. When this happens, the lesions are manually outlined by an operator, who moves the cursor to define the lesion’s boundary. Each outline is stored on computer disk before proceeding with automatic determination of the lesion volume, which is computed simply as the area of the lesion multiplied by the section thickness.

For each patient, number and volume of lesions were measured directly from the computer display independently by two observers. The different sequences were analyzed randomly and at different times. A direct comparison between the three sequences in the same patient was therefore not possible during all measurements.

In addition, the number and volume of lesions were calculated at different anatomic locations as follows: infratentorial; white matter (when located at the level of the supratentorial white matter, with no distinction between periventricular and deep white matter); and cortical/subcortical (when located at the level of the supratentorial white matter at the interface between gray and white matter).

The mean time needed to obtain numerical and volumetric data from each sequence was noted and the interrater variability between the two observers was calculated.

In a randomly selected sample of MR images, an analysis of the signal intensities of lesions and of the different structures for each sequence was also performed. To avoid partial-volume effect bias, signal intensities were calculated only in those lesions greater than 1 cm in diameter; thus, a total of 40 lesions were studied. The first analysis was the contrast-to-noise ratio (C/N), which is the algebraic difference between the signal intensity of the lesion and the background intensity of normal-appearing white matter divided by noise, according to the following formula: C/N = (SIlesion − SINAWM)/noise, where SI indicates signal intensity and NAWM indicates normal-appearing white matter. Subsequently, and for the same regions of interest, we measured the contrast ratio (C/R), according to the following formula: C/R = (SIlesion − SINAWM)/SINAWM.

Quantitative data analysis was performed using Student’s t test for paired data. The times needed to evaluate numerical and volumetric data were also analyzed by Student’s t test for paired data. The interrater agreement between the two observers was calculated according to the method described by Filippi et al (9). The difference in lesion C/N and C/R between the three sequences was investigated using Student’s t test for paired data.

Results

Measurement of MS lesions on CSE sequences revealed a total of 2583 lesions and a volume of 836.3 cm³. These values were taken as the standard of reference and compared with data obtained from the FSE and fast FLAIR sequences. The FSE sequences showed a total of 2159 lesions with a total volume of 626.1 cm³, representing a significant reduction in the number (16%; P < .005) and volume (25%; P < .0001) of lesions relative to CSE. On the fast FLAIR sequences, both the number (2570) and volume (795.6 cm³) of the lesions were reduced (0.5% fewer lesions with 5% less vol-
ume), although these differences were not statistically significant (Table 1).

The medians and means for the number and volume of lesions in the three anatomic sites considered are shown in Tables 2 and 3, respectively. In infratentorial lesions, a nonsignificant difference in the number and volume of lesions was seen with FSE, whereas a significant decrease in number and volume was observed on the fast FLAIR sequences (\(P < .008\) and \(P < .02\), respectively). For lesions located in the white matter, a significant decrease in the number and volume of lesions was present on FSE sequences, whereas no significant change was noted on the fast FLAIR images. The number and volume of cortical/subcortical lesions were significantly higher on fast FLAIR sequences (\(P < .0005\) and \(P < .0002\), respectively) when using FSE.

The mean interrater agreement for measurements of the number of lesions was 96% (range, 93% to 98.5%) for CSE, 92% (range, 88% to 95%) for FSE, and 98% (range, 98% to 100%) for fast FLAIR. For lesion volume, the agreement was 95% (range, 91% to 98%) for CSE, 91% (range, 87% to 94%) for FSE, and 99% (range, 98% to 100%) for fast FLAIR.

Lesion/white matter C/N and C/R are shown in Table 4. Both these ratios are significantly higher for the fast FLAIR images than for the CSE and FSE sequences, while there were no significant differences between CSE and FSE.

The mean time needed to complete quantification of a single MR imaging examination using the semiautomated procedure was 51 minutes (SD, 12.6) for CSE images, 52 minutes (SD, 13.8) for FSE images, and 34 minutes (SD, 9.2) for fast FLAIR sequences. These data show a significant reduction in time when fast FLAIR is used (\(P < .05\)), while there were no significant differences between CSE and FSE.

### Discussion

CSE sequences are considered the standard of reference in the evaluation of the natural evolution of MS and in long-term therapeutic trials (1, 10). Serial MR images may be evaluated by counting the number of hyperintense areas, although, increasingly, quantification of lesion volume provides a more meaningful measure. The use of semiautomated techniques helps to

---

**TABLE 1:** Number and volume of lesions in patients with relapsing-remitting MS

<table>
<thead>
<tr>
<th>MR Sequence</th>
<th>CSE</th>
<th>FSE</th>
<th>(P^*)</th>
<th>Fast FLAIR</th>
<th>(P^*)</th>
</tr>
</thead>
<tbody>
<tr>
<td>No. of lesions</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Median (range)</td>
<td>70 (9–224)</td>
<td>66.5 (8–183)</td>
<td>82 (8–183)</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Mean (SD)</td>
<td>86 (52.9)</td>
<td>72 (42.4)</td>
<td>.005</td>
<td>86 (46.2)</td>
<td>NS</td>
</tr>
<tr>
<td>Volume of lesions, cm(^3)</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Median (range)</td>
<td>21 (1.4–81.6)</td>
<td>15 (1.1–68.8)</td>
<td>20 (1.2–77.9)</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Mean (SD)</td>
<td>28 (22.3)</td>
<td>21 (17.8)</td>
<td>.0001</td>
<td>26.5 (21.1)</td>
<td>NS</td>
</tr>
</tbody>
</table>

Note.—CSE indicates conventional spin-echo; FSE, fast spin-echo; FLAIR, fluid-attenuated inversion recovery; and NS, not significant.

* \(t\) test: FSE versus CSE, and fast FLAIR versus CSE.

**TABLE 2:** Number of lesions at different anatomic locations

<table>
<thead>
<tr>
<th>Location</th>
<th>MR Sequence</th>
<th>CSE</th>
<th>FSE</th>
<th>(P^*)</th>
<th>Fast FLAIR</th>
<th>(P^*)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Infratentorial</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Median (range)</td>
<td>3.5 (0–21)</td>
<td>4 (0–21)</td>
<td>NS</td>
<td>2 (0–21)</td>
<td>.008</td>
<td></td>
</tr>
<tr>
<td>Mean (SD)</td>
<td>6 (6.1)</td>
<td>5 (5.1)</td>
<td></td>
<td>4 (4.1)</td>
<td></td>
<td></td>
</tr>
<tr>
<td>White matter</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Median (range)</td>
<td>59.5 (6–155)</td>
<td>56 (6–123)</td>
<td>.02</td>
<td>64 (7–130)</td>
<td>NS</td>
<td></td>
</tr>
<tr>
<td>Mean (SD)</td>
<td>64 (33.5)</td>
<td>56 (29)</td>
<td></td>
<td>62 (28.6)</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Supratentorial cortical/subcortical region</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Median (range)</td>
<td>9.5 (0–90)</td>
<td>7.5 (0–64)</td>
<td>.0005</td>
<td>12 (0–70)</td>
<td>.04</td>
<td></td>
</tr>
<tr>
<td>Mean (SD)</td>
<td>16 (3.4)</td>
<td>11 (3.2)</td>
<td></td>
<td>19 (18.9)</td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

Note.—CSE indicates conventional spin-echo; FSE, fast spin-echo; FLAIR, fluid-attenuated inversion recovery; and NS, not significant.

* \(t\) test: FSE versus CSE, and fast FLAIR versus CSE.
improve the objectivity of these methods (11–
15).

The fast FLAIR MR imaging technique is an
inversion-recovery sequence designed to null or
partly reduce the CSF signal (5, 6, 16, 17)(den
Boer et al, “Multislice...”), and it is particularly
useful in detecting subtle changes at the periph-
ery of the cerebral hemispheres, at the gray-
white matter interfaces, and in the periventricu-
lar regions (18). Several investigators have
reported a favorable impact of fast FLAIR in the
assessment and evaluation of MS lesions, espe-
cially when semiautomatic quantification is
used (15). The main advantage of fast FLAIR is
related to easier identification of MS lesions with
its consequently higher intraobserver and inter-
observer reproducibility (15).

In contrast to recent findings (15, 18), our
study showed a slight reduction in the number
and volume of lesions when the fast FLAIR se-
quency was used. In fact, the decrease of 0.5%
in the number of lesions in our data derives from
poorer sensitivity of fast FLAIR in the infraten-
torial locations, which was not balanced by the
higher sensitivity in cortical/subcortical areas.

<table>
<thead>
<tr>
<th>Location</th>
<th>MR Sequence</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>CSE</td>
</tr>
<tr>
<td>Infratentorial</td>
<td></td>
</tr>
<tr>
<td>Median (range)</td>
<td>0.7 (0–4.0)</td>
</tr>
<tr>
<td>Mean (SD)</td>
<td>0.96 (0.2)</td>
</tr>
<tr>
<td>White matter</td>
<td></td>
</tr>
<tr>
<td>Median (range)</td>
<td>18.4 (1.2–71.5)</td>
</tr>
<tr>
<td>Mean (SD)</td>
<td>24.9 (20.5)</td>
</tr>
<tr>
<td>Supratentorial cortical/subcortical</td>
<td></td>
</tr>
<tr>
<td>region</td>
<td>Median (range)</td>
</tr>
<tr>
<td></td>
<td>Mean (SD)</td>
</tr>
</tbody>
</table>

Note.—CSE indicates conventional spin-echo; FSE, fast spin-echo; FLAIR, fluid-attenuated inversion recovery; and NS, not significant.

* t test: FSE versus CSE, and fast FLAIR versus CSE.

TABLE 4: Signal intensity: mean values of C/N and C/R ratios

<table>
<thead>
<tr>
<th>MR Sequence</th>
</tr>
</thead>
<tbody>
<tr>
<td>C/N</td>
</tr>
<tr>
<td>Mean (SD)</td>
</tr>
<tr>
<td>Range</td>
</tr>
<tr>
<td>C/R</td>
</tr>
<tr>
<td>Mean (SD)</td>
</tr>
<tr>
<td>Range</td>
</tr>
</tbody>
</table>

Note.—CSE indicates conventional spin-echo; FSE, fast spin-echo; and FLAIR, fluid-attenuated inversion recovery.

* t test: FSE versus CSE, and fast FLAIR versus CSE.

The significant increase in the number and
volume of lesions located at the cortical/sub-
cortical interface observed on the fast FLAIR
sequences may prove useful when comparing
clinical and MR imaging findings. The inclusion
of cortical/subcortical lesions may produce a
better correlation between clinical disability (EDSS) and total lesion volume than has been
found to date. A functional disconnection be-
tween components of the cortical/subcortical
neural network and/or demyelination affecting
white matter tracts could be responsible for clin-
ic impairment (19, 20), as observed for cog-
nitive dysfunction when compared with total le-
sion load on MR images (21, 22). Moreover, the
deafferentation of structures below is not nec-
essarily accompanied by abnormal signal inten-
sity on MR images, and may thus simulate normal brain parenchyma. In view of these facts, the evaluation of cortical/subcortical lesions, which are well delineated and quantified with fast FLAIR sequences, could be considered more representative of the clinical status and probably more closely related to clinical disability. Future studies comparing clinical status and MR imaging findings using fast FLAIR sequences are needed to confirm this hypothesis.

The results obtained at the level of the posterior fossa were somewhat different. The fast FLAIR sequence detected 54 fewer lesions than the CSE sequence (\(P < .008\)), which is similar to data reported by Filippi et al (15). Although the reason for these results is not clear, one possible explanation might be the relatively long echo time used in this sequence, which could be responsible for a loss of contrast in lesions where T2 is lower (15). Another possible explanation is that infratentorial lesions may have different T2 characteristics. These data represent a limitation when imaging lesions of the posterior fossa with fast FLAIR sequences and, hence, a bias in the comparison of clinical and MR imaging data. Consequently, CSE sequences should be used when infratentorial lesions are suspected.

Recent reports suggest that the FSE sequence could replace CSE in the MR imaging evaluation of MS (4) (T. A. Yousry, M. Filippi, C. Becker, M. A. Horsfield, R. Voltz, M. F. Reiser, “Comparison of SE, FSE, Fast FLAIR and TGSE in Evaluating Multiple Sclerosis,” In: Proceedings of the 34th Annual Meeting of the American Society of Neuroradiology, Oak Brook, Ill: American Society of Neuroradiology; 1996:68–69). Our data showed that FSE sequences are less sensitive in quantifying the number and volume of demyelinating lesions, particularly for supratentorial white matter lesions that are periventricular. The lower number and volume of lesions detected by FSE as compared with CSE suggest that FSE is less sensitive for measuring MS lesions. However, the repetition time we used (2500) is slightly higher than that used for the CSE sequence, which resulted in a higher CSF intensity on the FSE images. This may have resulted in the particular difficulty we had in identifying periventricular lesions with this sequences. The longer repetition time was necessary because of the long echo train we used. The use of a shorter echo train would have resulted in us being able to obtain a repetition time of 2000, but with the loss of some advantage in shorter imaging time. Moreover, on FSE sequences, the C/N and C/R ratios of MS lesions were lower than those on the CSE sequence, and the lesions were less sharp. There was no significant difference in the time required to estimate lesion load for FSE and CSE, and a fair agreement between observers was found.

In conclusion, our data suggest that, limitations regarding lesions infratentorially located notwithstanding, the advantage of fast FLAIR in conjunction with a semiautomated quantification program is that it provides a reliable means to evaluate the total lesion burden of patients with MS. The real benefit of the routine use of fast FLAIR sequences was related to a better definition of supratentorial cortical/subcortical lesions. Furthermore, the almost complete interobserver agreement, the higher C/N of the lesions, and the limited time required for semiautomated quantification of the fast FLAIR sequence support its routine use in clinical and MR imaging examinations in patients with MS.

Acknowledgments

We are grateful for the assistance of Massimo Filippi and Baker Lewis in the preparation of the manuscript. We also thank the MR imaging technologists, Alessandro Dell’Anna, Paolo Montanari, and Mario Rossi, who assisted in the study and performed the imaging examinations of the patients.

References

expanded disability status scale (EDSS). *Neurology* 1983; 33: 1444–1452